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Abstract—Magnetomyography (MMG) with superconducting
quantum interference devices (SQUIDs) enabled the measurement
of very weak magnetic fields (femto to pico Tesla) generated from
the human skeletal muscles during contraction. However, SQUIDs
are bulky, costly, and require working in a temperature-controlled
environment, limiting wide-spread clinical use. We introduce a low-
profile magnetoelectric (ME) sensor with analog frontend circuitry
that has sensitivity to measure pico-Tesla MMG signals at room
temperature. It comprises magnetostrictive and piezoelectric mate-
rials, FeCoSiB/AlN. Accurate device modelling and simulation are
presented to predict device fabrication process comprehensively
using the finite element method (FEM) in COMSOL Multiphysics.
The fabricated ME chip with its readout circuit was characterized
under a dynamic geomagnetic field cancellation technique. The
ME sensor experiment validate a very linear response with high
sensitivities of up to 378 V/T driven at a resonance frequency of
fres= 7.76 kHz. Measurements show the sensor limit of detections
of down to 175 pT/Hz at resonance, which is in the range of MMG
signals. Such a small-scale sensor has the potential to monitor
chronic movement disorders and improve the end-user acceptance
of human–machine interfaces.
Index Terms—Biomagnetic field, magnetomyography,
magnetoelectric effect, piezoelectric.
I. INTRODUCTION
THE measurement of the electrical activity of the skeletalmuscles, that is the electromyography (EMG) technique,
is an established method in research and diagnosis of medical
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conditions [1]. However, the magnetic counterpart of the EMG
signal, that is the magnetomyography (MMG) signal, has re-
ceived less attention since its discovery in 1972 [2]. They defined
the MMG method as the recording of one component of the
magnetic field vector versus time that is generated by the electric
currents that travel along with the skeletal muscles. Therefore,
the correspondence between the MMG and EMG methods is
governed by the Maxwell-Ampère law. The MMG signals have
the potential to offer significantly higher spatial resolution than
the EMG signals, while offering the same temporal resolution
[3]. In addition, the MMG signal offers a vector information
of the activity, higher signal-to-noise, and better positioning and
fast screening of sensors without electrical contacts [4]. State-of-
the-art clinical EMG recording are even using needle recording
probes to accurately assess muscle activity. However the process
is painful and limited to tiny areas with poor spatial sampling
points [5]. Magnetic sensors with fully biocompatible materials
can be fully packaged to form a miniaturized implantable system
that could be an efficient and robust alternative to medical
diagnosis, rehabilitation, health monitoring, and robotics control
[6].
The magnitude of EMG signals is in the scale of milli-volts,
however the MMG signal is in the range of femto (10−15) to
pico (10−12) Tesla [4], inversely proportional to the distance
between the measurement point and the skeletal muscle. In the
seminal work of Cohen and Gilver in 1972, they discovered
and recorded MMG signals using superconducting quantum
interference devices (SQUIDs) [2]. The state-of-the-art MMG
measurement by SQUIDs is presented in [7]. Nonetheless, their
ultra-high cost and cumbersome weight limit the wide adoption
of this magnetic sensing technique within and beyond clinical
environment. Optically pumped magnetometers (OPMs) have
rapidly developed to enable the study evoked MMG activity
which typically enjoy a large signal to noise ratio [8]–[10]. Note
that the MMG signal can be easily affected by the magnetic
noise, e.g. the magnetic field of the Earth.
Current experiments based on SQUIDs and OPMs for MMG
sensing are conducted in heavily-shielded environment, which
is expensive and bulky. To enable more wide-spread clinical
use and use as a future wearable technology, there is a need
for a miniaturized, low-cost and self-powered magnetic sensor
that works at a normal (uncooled) temperature. Fig. 1 illustrates
magnetic signals produced by various sources from human body
This work is licensed under a Creative Commons Attribution 4.0 License. For more information, see https://creativecommons.org/licenses/by/4.0/
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Fig. 1. Comparison of amplitude densities of magnetic signals generated by various sources of the human body, with LODs of different magnetic sensor types.
with emergence of efficient magnetic technologies [6], [11]. The
magnitude of the MMG signals is lower than that of the heart
[4]. The minimum spectral density could reach limit of detection
(LOD) of hundreds of fT/Hz, which depends on muscle to
sensor distance and appeared in the typical frequency range from
10 Hz and 100 Hz. The magnitude of the MMG signal varies
with the third power of the distance between the transducer and
muscle fiber. Significant dimensional changes of the skeletal
muscle during contraction or a human movement or the body
part under investigation, thus, can affect the quality of the MMG
signal. In all the human studies the MMG signals were recorded
during isometric contractions; where the length of the muscles
does not change despite the force it generates.
The current standard method performing the MMG mea-
surement is the SQUID, which has a limit-of-detection about
sub-fT/Hz range. However, it is bulky, expensive, energy
consumptive because of the required cooling and large shield-
ing environment. The OPMs with small physical size have
been improved significantly in their LODs during recent years,
especially from competing manufacturers e.g. QuSpin Inc.,
FieldLine Inc. and Twinleaf. A below 100 fT/Hz sensitivity
has been achieved [12], [13]. Unfortunately, the process of
setting up OPMS sensors is rather complex and the sensors is
still expensive. Fluxgate sensors and giant magnetoimpedance
(GMIs) sensors are well-established sensor concepts and both
have similar dimensions, frequency ranges and LODs at low
pT/Hz ranges [14], [15]. Despite that they are very small, their
LOD is not as good as that of OPMs and SQUIDs, rendering
them unsuitable for MMG sensing.
Thin-film magnetoelectric (ME) sensors have increasingly
drawn attention due to their small dimensions and the possibility
of integration with micro-electromechanical systems [16], [17].
Currently, self-organized ME sensors are promising candidates
as magnetic field sensors operating at room temperature [18],
[19]. The ME sensors offer passive detection, high sensitiv-
ity, large effect enhancement at mechanical resonances, and
large linear dynamic range. This type of sensors recently have
achieved a high pT/Hz LOD range at low frequencies [20]–
[22]. Additionally, the LODs at a mechanical resonance state
are already lower than fluxgate sensors and GMIs [23]. To
measure low-frequency magnetic signals, magnetic frequency
conversion techniques (MFCs) with modulation coils should be
implemented, to enable measurement at virtually any frequency
outside the mechanical resonance. The noise performance over
a frequency range of 100 Hz can be interpreted as the LOD as
a function of frequency. The resonance curve of the sensor is
compensated by digital equalization. The MFCs for ME sensors
has been explained in detail in [21]. Recently, they have been
successfully used in magnetocardiography measurement with
a volunteer inside a magnetically shielded room to remove
the large unwanted magnetic background noise [20]. Although
their sensitivities are not as high as that of the SQUIDs, the
ME sensors show significant superiority in simple preparation
and low cost. Furthermore, the ME sensors are CMOS com-
patible [16], [24] and have a lower LOD compared to other
integrated semiconductor magnetic sensors. We developed a
high-performance Hall sensor integrated with its readout circuit
in CMOS technology previously [25]. However, Hall sensors
require a highly stable DC power supply to excite the Hall effect
and a complex interface circuit to process collected weak Hall
voltages under surrounding noise [26]. Spintronic sensors [27],
particularly our previous design of tunnel magnetoresistance
(TMR) sensors [28], offer high sensitivity and small size for
biosensing applications. However, both a single TMR sensor
and a sensor array (Wheatstone bridge structure) are active,
requiring stable power supply and suffering higher 1/f noise,
while the ME sensor is driven with a magnetic bias and gen-
erates electric charge by itself, indicating that it is a passive
two-terminal element, which can minimize the size of a ME
measurement system without external batteries and achieve a
low-power consumption. Moreover, an array of the ME sensors
can be built up and placed closer to the muscle of interest owing
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to their small dimension. Thus, the miniaturised ME sensor
could be an effective alternative for future MMG measurements
with relatively low operating costs.
In this paper, a finite-size trilayer ME laminate structures
is designed and optimized using COMSOL Multiphysics, a
commercial finite-element method (FEM) software. A general
physical concept of the ME sensor is presented. In addition, the
mathematical models are presented with numerical simulations
setup including governing equations, constitutive relations, and
boundary conditions. Furthermore, the FEM simulation results
are compared with experimental results. An active geomagnetic
field cancellation system is also developed to test fabricated
ME sensors with its readout circuitry to achieve on-chip signal
processing and noise cancellation [29].
II. MAGNETOELECTRIC METHODOLOGY
A. Magnetoelectric Effect
The ME effect is a special phenomenon in which the electric
polarization can be generated by a changing magnetic field. It is
a result of the product of a magnetostrictive (MS) effect in the
magnetic phase and a piezoelectric (PE) effect in the PE phase.
Then, the ME voltage coefficient,αME, can be expressed as [19],
[30]:
αME =
Mechanical
Magnetic
× Electric
Mechanical
=
∂
∂H
× ∂σ
∂
× ∂P
∂σ
(1)
which depends upon the materials combination, interface qual-
ity, DC magnetic bias, and operational mode [18], [31].
Applying a magnetic field, H, along the length direction of the
ME composite, the MS layer will elongate along the field direc-
tion and generate a strain tensor, ϵ, by magnetostriction, which
will transfer a stress tensor, σ, to the PE layer, where the polar-
ization, P, is changed with stress. Therefore, there is a potential
difference induced along the thickness direction of the PE layer
due to the transverse response. In order to enhance this response
and improve the sensor sensitivity, a low harmonic magnetic
field is commonly employed using an exciting coil surrounding
the sensor operated at a mechanical resonance frequency [32].
Thus, the thin-film ME sensors can transform magnetic fields
into a measurable polarization via a mechanical coupling of
the MS and PE layers. Such strong ME coupling provides
greater flexibility for applications as biosensing devices. Since
the one-end of the sensor is fixed, for cantilever ME sensors with
length width height, it only has one sensitivity direction
to avoid a cross-sensitivity problem. It is noted that assembled
sensor arrays are a common method utilized for the vector
measurements. State-of-the-art magnetic field sensors based on
thin-film ME composites have demonstrated their potential of
sub-pT fields detection at room temperature under certain condi-
tions [16], [23], [33]–[36] and with an extremely low magnetic
noise level [22]. Still, it is difficult to predict how precisely
a sensor behaves when an external magnetic field is applied,
especially when the sensor structure comprises several layers of
materials. Testing all combinations of structures and materials
in the fabrication is expensive and time-consuming. Instead,
accurate and reliable simulation techniques can help to evaluate
the behaviours of certain material combinations and sensor
geometries.
B. Simulation Procedures
The main challenge in FEM simulation is to accurately anal-
yse the coupling of electric, magnetic, and mechanical fields
between MS and PE layers during the response of the ME
sensor. To overcome this problem, these three coupled fields
can be computed in two steps, as illustrated in Fig. 2(a). Firstly,
a static finite-element (FE) problem is analysed, allowing the
calculation of the coefficients to build the constitutive law of the
MS phase [37]. The corresponding initial condition is without
applied stress and the magnetic induction is produced due to the
presence of the static magnetic field. The constant DC magnetic
field driven by the coils should be accurately computed and
the key variable is the uniform magnetic potential on the ME
sensor. Secondly, a harmonic FE problem is discussed to solve
the electric potential by applying a harmonic magnetic field at a
resonance state.
We investigated the suitability of three-dimensional (3D)
FEM simulations to model the quasi-static bending-mode re-
sponse of cantilever ME sensors. Traditionally, 3D physical
models are studied separately in FEM software and then sim-
ulation results will be sent to a signal flow IC system model
with a fixed configuration. This approach will bring about that
any change in the configuration requires an extra round of
FEM simulations. Therefore, a barrier is formed between the
physical model and the integrated circuit system model (see
Fig. 2(b)). To avoid this situation, an ME sensor compact model
is developed. Here, a FEM model of the ME sensor is created and
simulated in COMSOL. The parameters of the FEM model were
then exported into Cadence using Verilog-A language, which
connects both models for integrated chip designers.
The dynamic small-signal principle of the ME sensor is
demonstrated in Fig. 2(c). A linear response with the largest
sensitivity can be obtained around a proper DC bias point.
The αME and the resonance frequency are evaluated regard-
ing the operation point obtained in the nonlinear static FEM
analysis.
C. Simulation Model Blocks
The common structures of the thin-film based ME sensor are
illustrated in [35], [38], [39]. Compared with previous bulk lam-
inate structures [40]–[42], they are compatible with microelec-
tronic processes without epoxy bonding, enabling devices with
better consistency and smaller size. The proposed ME sensor
structure considering its fabrication is illustrated in Fig. 3(a).
Here, we employed a laminated trilayer structure consisting
of a PE layer sandwiched between a MS layer and a silicon
layer. The compact FEM model is shown in Fig. 3(b) where
all layers are assumed internal-stress-free at zero applied fields.
The geometrical blocks are demonstrated below:
Airbox Block: The airbox provides a finite boundary and
natural environment for the ME model where free space electric
974 IEEE TRANSACTIONS ON BIOMEDICAL CIRCUITS AND SYSTEMS, VOL. 14, NO. 5, OCTOBER 2020
Fig. 2. (a) ME sensor modelling procedure; (b) Modelling silos between physical models and IC system models; and (c) Illustration of the dynamic small signal
principle of the ME laminate with MS/PE/substrate structure.
and magnetic fields exist. This finite space area allows COMSOL
to accurately resolve the FEM problems. Compared with the
infinite environments, a time-consuming solution, it saves much
computing time.
PE Block: The characteristics of the αME is governed by
the choice of materials. Aluminium nitride (AlN), aluminium
scandium nitride (AlScN), and lead zirconium titanate (PZT) are
common PE materials for thin-film composites [43]. Although
PZT ceramics favour a higher PE voltage coefficient, AlN has a
much lower loss tangent and linear response to strain, which is
preferable for this application.
MS Block & Poly-Si Block: The MS and Poly-Si blocks above
and below the PE block form a ME laminate structure where an
ideal contact between each layer is assumed. Here, the require-
ments for the MS layer depend on the piezomagnetic coefficient
of the ferromagnetic material dλM/dH, linked to the saturation
magnetostriction, λM. Common high λM magnetic alloys are
Terfenol-D (Tb0.7Dy0.3Fe2), FeGa, CoFe2O4, and FeCo/TbFe
multilayers, but they display relatively low permeabilities [19],
[43]. Therefore, amorphous soft-magnetic alloys become better
candidates with significantly high values of positiveλM and high
permeability. It is worth mentioning that the best known soft
magnetic materials are NiFe2O4 and CoFe2O4 ferrites. Despite
this, Terfenol-D with giant λM and Metglas (FeCoSiB) with the
highest permeability are more widely used as a MS phase due to
their high piezomagnetic coefficients. However, the Terfenol-D
exhibits strong λM only under very large magnetic induction. In
contrast, Metglas with a low saturation magnetic field thus very
sensitive to ultra-low fields was chosen despite of a relatively
poor λM.
Helmholtz Coil Block: A pair of circular Helmholtz coils are
symmetrically located at both sides of the ME block where
the current through the coils flows in the same direction. They
are driven by adjustable bias currents to produce uniform AC
and DC magnetic fields in the centre. In Fig. 3(b), the brown
streamlines show the computed path of the coil currents.
D. Boundary Condition
In this model, all blocks are solved within an AC/DC Mag-
netic Fields’ Solver of COMSOL. Subsequently, the trilayer ME
sensor is resolved by Structural Mechanics Solver. This solver
involves a magnetostrictive material function where a linear
elastic material model is applied for the MS layer. The initial
strain is defined from the magnetostriction of materials. Besides,
a piezoelectric material function is involved for the AlN. In
addition to mechanical and magnetic behaviour, it is essential to
simulate an electrostatic behaviour of the sensor. Here, a PZD
Module of COMSOL is employed for the MS and PE blocks and
Helmholtz coil block, defined as electric materials. Regarding
air-box boundaries, magnetic insulation and electric grounding
are utilized on the surface. To easily calculate the ME voltage, the
bottom layer is electrically grounded. Furthermore, the geometry
symmetry is taken into account to reduce total computing time.
E. Mesh
The optimization of mesh distribution in FEM simulations
can effectively improve accuracy and lower computation time,
which are proportional to the mesh resolutions. The purpose of
the selective meshing in the computed structure is to distribute
mesh in more critical areas such as edges but less in secondary
areas. In the proposed model, the order of decreasing fineness is
divided into five levels of mesh resolutions as follows: 1) the ME
laminate; 2) Helmholtz coils; 3) domain between the ME sensor
and coils; 4) domain between coils and the airbox; 5) external
air barrier.
F. Realization of the FEM Model
For variations of ultra-low magnetic fields, ME sensors are
considered as a small signal behaviour at an optimized op-
erating point. To resolve mechanical, magnetic and electric
coupled fields, the following variables are computed following
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Fig. 3. (a) Schematic illustration of the fabricated ME sensor structure;
(b) simulation result of uniform magnetic field distribution in the central x-y
plane under the excitation of a pair of Helmholtz coils; (c) Enlarged ME structure;
and (d) DC and AC magnetic field modelling, finding suitable bias DC magnetic
field and the resonance frequency of the harmonic field to achieve the maximum
αME. (e) Created Mesh from XY and XZ views.
a sequence: magnetization, normalized magnetic potential, me-
chanical displacement vector, electric polarization, and electric
potential. The relationship of the electric field, E, electric flux
density, D, magnetic field, H, and magnetic flux density vectors,
B are defined by the linear constitutive materials (2) to (4) [44],
[45]:
σij = cijklkl − ekijEk − emkijHk (2)
Di = eijkjk + κijEj (3)
Bi = e
m
ijkεjk + μijHj (4)
where σ and ϵ are the stress and strain tensors. c, e, em, κ, and
μ are the stiffness, strain to electric field coupling constant,
strain to magnetic field coupling constant, permittivity, and
permeability. The geometry specification is shown in Fig. 3(c):
L = 1500 μm, W = 200 μm, tm = 6tp = 3 μm and tn = 12 μm.
The AlN and FeCoSiB are considered as PE and MS materials
respectively, while the silicon substrate is modelled as isotropic
material. The input parameters and used material properties are
given in [46] and [47]. For a given layer, the constant material
parameters and ideal interface lamination are assumed to prevent
slippage of the layer during deformation. In addition, em = 0 for
AlN and e = 0 for FeCoSiB are utilized since it is assumed that
there is no inverse ME effect in used materials, and this means
the piezoelectricity/magnetostriction in the MS/PE phases are
neglected. Furthermore, a perfect conductive boundary condi-
tion is employed through the conductivity of the MS layer [45].
As a common approach, the stress attenuation along the layer
thickness is negligible when calculating the αME [48]. The
used materials’ properties for simulations are summarized in the
appendix, where parameters cEH, e, em, ϵ, μ, ρ and tanδ refer
4th order elastic matrix, stress-charge PE coupling matrix, strain
to magnetic field coupling matrix, permittivity, permeability,
density, and loss factor.
The calculation of ME sensor response is mainly performed
with partial differential equations (PDEs) in which conduction
currents and space charges are negligible. The electric field E
and the magnetic field H can be expressed as E = −V and H
= −Vm in which V and Vm are scalar potentials. Then, five
PDEs (5) to (7) are defined for the five variables u1, u2, u3, V
and Vm (with directions x = 1, y = 2 and z = 3):
σij,j + fi = ρu¨i with i = 1, 2, 3 (5)
∇ ·D = 0 (6)
∇ ·B = 0 (7)
where u, ρ are the displacement vector and the charge density,
while the polarization is related to the ρ as  · P = –ρ. The
strain components can be expressed as ij = (ui,j + uj,i)/2.
The mentioned calculation is performed in the previously
noted FEM software, COMSOL Multiphysics. More FEM sim-
ulation details are described in [45], [47], [49]. Coupled phys-
ical fields with a variety of geometries can be simultaneously
calculated in different COMSOL modules. In this work, three
different modules, Magnetic Field Module, Solid Mechanics
Module, and Electrostatics Module, were used to obtain the static
deformations. Based on the state-of-the-art analytical models
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Fig. 4. (a) Computed displacements of the ME sensor with magnitudes of an external magnetic field from 10−8 to 10−2 T; (b) simulated magnetostriction
curve for the magnetostrictive material; (c) ME voltage produced between top and bottom measurement points on the piezoelectric layer; (d) sensitivity of the
longitudinal-transverse mode laminated ME sensor as a function of HDC, compared to state-of-the-art experimental outcomes; (e) frequency dependence of
sensitivity, showing the resonance enhancement of ME interactions; and (f) ME voltage versus HAC at the optimum working point (HBias = 2 mT and fres =
7.8 kHz).
[50]–[53], three assumptions in these modules include (i) plane
stress, (ii) overall homogeneous physical fields, and (iii) zero av-
erage stress at the laminate’s facets. In addition, the measurement
circuit condition [45], [54] is taken into account and magneto-
metric demagnetizing factor [55] is introduced. As mentioned
previously, with accurate and optimized boundary conditions
at the interfaces and facets of the ME sensor, COMSOL can
resolve a series of numerical problems effectively. However,
there is no built-in ME module directly in the software. The
Piezoelectric Devices Modules consisting of a Solid Mechan-
ics Module and an Electrostatics Module are adopted. Finally,
the frequency-dependent ME voltages are evaluated through
resolving eigenvalue problems and calculated by sweeping har-
monic excitation frequencies appropriately to find the stationary
solution.
In order to simulate the real environment of MMG signals.
The Helmholtz coils and electromagnets are simultaneously
implemented to provide a DC bias magnetic field and small AC
field, as shown in Fig. 3(d). The ME voltage is calculated by
measured voltage potentials along the thickness direction in the
PE layer. Finally, the structure of the ME sensor was defined with
different mesh resolutions. In other words, user-defined tetrahe-
dral meshes divide a 3D structure into finite small elements to
estimate the strain and polarization of the ME sensor by changing
the strength of applied magnetic fields. Possible geometrical
mismatches can be also considered. The computational meshes
with different resolutions are shown in Fig. 3(e) with XY and
XZ views of the ME sensor.
III. MODELLING AND SIMULATION RESULTS
The overall computed displacements of the ME sensor from
10−8 to 10−2 T are demonstrated in Fig. 4(a). For a fixed
right cantilever end, the strain generated from the MS layer
will transfer to the PE layer and cause a bending effect, which
depends on the magnitude of an external magnetic field. In order
to accurately validate the ME response especially under the
ultra-low magnetic field, the simulation results of each stage
will be presented in detail as follows.
A. Magnetostriction Model in COMSOL
From the principle, the ME sensor is driven by a DC magnetic
bias field to maximize the αME. That is because, in reality, the
MS materials have a nonlinear response of strain or magne-
tostriction with applied magnetic fields and mechanical stress
[56], [57]. Fig. 4(b) shows the modelled nonlinear response of
used MS material, FeCoSiB, in which the colour legend indicates
the strain in a single MS layer. The results are obtained from the
parametric study that simulated a quasi-static rise of the current
density in the Helmholtz coil. Here, the significantly nonlinear
behaviour is shown in the region where the magnetic field By
varies from 0 and 10 mT. This range with the sharpest strain
change is very important for ME sensor modelling since the
maximum αME appears here [58]. The following parameters
of the MS layer are adopted: saturation magnetization, 0.1 T
and magnetostriction, 27∼30 ppm [59], validated from magne-
tometric and strain gauge measurements.
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It is noted that the αME depends on the derivative of the
magnetostriction curve. With color legend of generated strain
tensor at a saturation state, the response curve is presented in
Fig. 4(b), which is an even function and shows almost quadratic
behaviour for the very low magnetic field. With an increase of
the magnetic field, the operating point goes up and its slope
is increased until reaching the maximum at a field of 2 mT
in which a deflection point appears, and therefore having the
steepest slope. In other words, small strength changes of the
applied magnetic field around this operation point can lead to
the largest variation in the MS material and thus to observe the
largest αME.
B. Piezoelectric Material Modelling
For the piezoelectric material, AlN, the linear model is em-
ployed. The material properties are written with state-of-the-art
constitutive relations in a strain-charge form [44]. Here, the MS
and PE layers are assumed as a metal electrode and a perfect
insulator respectively [46]. In addition, the upper FeCoSiB plate
is electrically shielded outer circuits, which means there is
zero net charge at the interface. The ME voltage is measured
from a constant potential φ on this electrode, which totally
depends on the D and E distributions. Furthermore, to resolve
the electrostatic problem, the bottom silicon layer and the airbox
with a finite area enclosed the entire structure are connected to
the electric ground. Subsequently, generated ME voltages along
the thickness of the PE layer is shown in Fig. 4(c) at different
magnetic field strength from 10 μT to 50 μT.
C. Linear Transfer Curve of ME Sensor
For dynamic small AC magnetic field HAC, an actual non-
linearity of the ME system can be solved linearly at a proper DC
bias point since the amplitude of the measured MMG signals to
be sensed are much lower than the bias magnetic field. The calcu-
latedαME of the longitudinal-transverse mode FeCoSiB/AlN/Si
laminate as a function of the applied DC magnetic field HDC is
shown in Fig. 4(d). It indicate the αME strongly depends on
the HDC. At the beginning, the ME response curve is dramat-
ically increased with weak magnetic fields, arriving a largest
value, 382 V/T around 2 mT, which indicates that it reaches
the maximum magnetostriction variation point. Subsequently,
it is sharply decreased and finally vanished around 15 mT. The
sensitivity curve matches very well with the fabrication results of
the sandwiched composites [60], compared with state-of-the-art
experimental outcomes [61], [62]. The simulation results are
larger due to stress decay along with the layer thickness and the
considered perfect mechanical coupling as well.
Due to mechanical coupling between the piezoelectric and
magnetic phases, the performance of the ME sensor would
be significantly enhanced if it is operated in a resonant state
[63]–[65]. However, in a longitudinal mode, a main drawback
of the ME effect at is that the frequency is quite high about
a few hundred kHz. At such high frequencies, the eddy current
losses in the MS phase will be very high, especially for transition
metals and alloys, which brings about an inefficient ME energy
conversion [66]. Therefore, one possible solution must be in-
creasing the laminate size to reduce the operating frequency, but
it is inconvenient for miniaturized systems for example wearable
and implantable applications. Another alternative to achieve a
stronger αME is applying a resonance frequency at a bending
mode. It is expected that the frequency of the applied alternating
magnetic field will be much lower compared to the longitudinal
acoustic mode. Fig. 4(e) shows the frequency response of the
ME sensor at the bending mode through resolving eigenvalue
problems and sweeping harmonic excitation frequencies. The
maximum sensitivity occurs at the 7.8 kHz frequency of bending
oscillations and this peak value is almost 400 times higher than
the low-frequency state.
The final setup is demonstrated as previous Fig. 3(c) where
2 mT DC bias field is driven from 15 mT magnetization of
electromagnets while pico-Tesla range AC field (100 Hz) is
generated by bias currents of the Helmholtz coils in the hundreds
of nano-Amperes. The final induced voltages across the PE layer
is shown in Fig. 4(f). The induced ME voltages have a perfectly
linear relationship with applied magnetic field strength in the
range from ∼10−12 T to ∼10−4 T. In other words, when the
laminate is operated at resonance, the lowest detection ability
is about 1 pT/Hz. In addition, it shows how small the ME
voltage is changed with pico-Tesla magnetic fields, which un-
ambiguously demonstrates that the ME sensor can offer high
sensitivity to variations of the ultra-low fields.
To better analyse the overall performance from a system point
of view and to prepare a custom tool for analogue circuit design,
a Verilog-A compact model of the ME sensor is designed and
optimized based on a physical aspect in FEM simulations. The
ME device model can work as a voltage potential source as
VME = SV ·HAC, where HAC is the applied biomagnetic field
strength ranging from −1 mT to +1 mT and the SV is the
sensitivity imported from COMSOL.
Furthermore, due to recorded mechanical vibrations of the ME
sensors, there exists a challenging task that the desired signals
are superimposed by unwanted signal components. To avoid this
coupling effect and strengthen usability in real environments,
further signal processing techniques should be employed. For
examples, non-magnetic noise reference sensors can be uti-
lized as adaptive noise cancellers and intelligent sensor readout
techniques can be used. Moreover, improving low-frequency
response has been widely explored over the past decades and
common approaches are summarized in [66]. Therefore, future
work is to achieve the same sensitivity at low frequencies of
biomagnetic signals as at the resonance state using advanced
signal processing techniques. This would further help to detect
MMG signals below 100 Hz.
IV. FABRICATION AND EXPERIMENTAL RESULTS
A. Measurement Setup
To reduce noise sources such as the acoustic noise and dis-
turbances of magnetic and electric fields from the earth and
surrounding equipment, the characterization of the ME sensor
was operated in a shielded environment. In addition, an ac-
tive compensation technique is employed to the whole system,
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Fig. 5. Magnetic measurement setup: (a) working principle of square
Helmholtz coils; (b) simulation results of uniform magnetic field distribution
in the array of TSH coils; (c) 3D printed circular Helmholtz coil where two
magnets are put on both sides of the coil to provide constant dc bias field; and
(d) ME detection system with an active geomagnetic field cancellation box where
double stainless steel tubes are in the middle.
mainly consisting an active geomagnetic field cancellation box
with an array of tri-axial square Helmholtz (TSH) coils and a
digital control unit. Three pairs are symmetrically located on x, y,
z coordinate axis and operated with magnetic field compensation
on each direction at the same time, which means the uniform
reverse fields makes a dynamic equilibrium of the geomagnetic
fieldsBx,y,z = 0. The configuration is shown in Fig. 5(a) (in this
Fig. 6. ME sensor details: (a) image of the packaged and assembled ME
chip on a test board (Fraunhofer Institute for Silicon Technology, Germany);
(b) photograph of an uncapped ME sensor device with (1) ME cantilever, (2)
etch groove, (3) bond frame, and (4) wire connecting to bond pads.
case z-axis). The governing equation for the magnetic field B at
the centre point of a square coil pair is based on the Biot-Savart
law [67], expressed as
d
⇀
B =
μ0
4π
(
I
⇀
dl × rˆ
r2
)
(8)
where μ0 is the permeability of the free space, I is the driving
current, dl is an infinitesimal segment of the current loop, r
is the distance from an extreme of the current loop to the
measurement point and rˆ is a unit vector. In this square case,
the two black square lines represent coils of conductive wires,
consisting of N turns. Here, α is the half-side length of the coil,
P is the measurement point. To achieve a homogeneous field
at the centre point, the relationship between the side and the
separation distance for square Helmholtz coils is given by a
spacing ration of 0.5445 (h = 1.089α) [68]. After solving (8)
for x = y = 0, a highly uniform magnetic field can be generated
by the square coils connected in series on the axis of symmetry,
which is equal to the Bz component since the other (Bx and
By) components are equal to zero and can be expressed as the
equation (9). Besides, the dimension of the geomagnetic field
cancellation box is designed for the applications of in-vivo and
in-vitro biological systems. It allows performing experiments
with small animals. The side length, a, is defined 500 mm on
each symmetry axis x, y and z and the distance between two
square coils are set as 270 mm.
To evaluate the distribution and uniformity of the magnetic
field before fabricating the array of TSH coils, a compact finite-
element model is designed in COMSOL Multiphysics. The envi-
ronment is a sufficiently large airbox where the zero potential for
electromagnetic analysis is operated using the AC/DC module
and streamlines show the computed path of the coil currents.
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Fig. 7. Overview of ME detection system. The recorded signals by the ME sensor are performed by digitally controlled analog processing, which in general
improves the readout of the sensor signals. The measured signals are passed to a digital signal enhancement stage, before a detailed analysis can be performed.
The specific conditions of TSH coils system with both physical
and electrical parameters are taken into account: N = 25 turns
and driving currents are set approximately to 1.2 A. Here, each
pair of coils is energized independently and then generating a
map of the magnetic flux density (Bx) shown in Fig. 5(b). The
red arrows indicated the direction of the magnetic field lines and
the uniformity region in the middle of whole system.
The magnets are utilized to provide a stable DC magnetic
field which allows the ME sensor is performed in an optimum
condition, but we need another coil to produce a small AC field.
Both magnetic fields are aligned parallel to the long axis of the
ME sensor. Here, a small 3D printed circular Helmholtz coil is
designed and optimized to meet the size of stainless steel tubes,
as shown in Fig. 5(c). The aim is to evaluate the ME sensor
characteristics. Its principle is very similar to the square one.
A pair of circular Helmholtz coils with the same direction of
driven currents can generate a uniform region of the magnetic
field. The ME sensor is then placed inside the coil with a pair
of magnets located on both sides of the coil providing a stable
bias magnetic field. The radius of two circular coils and the
distance between each other have the same value. To generate
pico-Tesla magnetic fields like MMG signals, precise and stable
nano-ampere driving currents for copper coils are generated by
LTC6082 from Linear Technology.
Finally, the experimental setup is shown in Fig. 5(d). The
stainless steel tubes are also employed in the middle of the
box to further shield the environmental magnetic field. The
used equipment includes a triple channel DC power supply
(2230-30-1) from KEITHLEY Tektronix, a stable DC power
source (72-10500) from TENMA, a mixed domain oscilloscope
(MDO3054), a digital precision multimeter (2000/E) from Tek-
tronix. The results of the reference magnetometer, THM1176
from Metrolab Technology, Switzerland, is demonstrated in
real-time on the screen interface based on LabVIEW. Both
sensing systems were prepared and tested individually with
a 24-bit 10 kSPS data acquisition system (EVAL-AD7177-2,
Analog Devices, Inc).
During the experiment, the small variations of surrounding
magnetic fields are mainly from the geomagnetic field, which
is changing irregularly with time and has total magnitudes
between 25 μT and 65 μT. After putting the sensor into the
double stainless-steel tubes, the magnitude of magnetic noise
dramatically decreased to almost zero (±100 nT). However,
compared with the target, pico-Tesla biomagnetic fields, they
are still relatively large. Fortunately, after utilizing the active
geomagnetic field cancellation box, the in-plane magnetic field
on the sensor surface can be sharply dropped to minimum of
4 nT, which can be ignored compared to 1.6 mT DC bias field.
B. Fabrication of the ME Chip
ME sensors were fabricated using surface micromachining
process. Cantilevers were mounted on printed circuit boards
(PCBs), and the top and bottom electrode connections were
established manually. The packaged and assembled device on
a test board is shown in Fig. 6(a). In the first step of the device
wafer fabrication, a poly-silicon layer (12 μm) is deposited
on 200 mm silicon wafer, isolated between two SiO2 layers.
Subsequently, Ti/Pt (as a bottom electrode), 0.5 μm AlN and
Mo (as a top electrode) are deposited and patterned. In the next
step, a front side deep reactive-ion etching is used to define the
openings of the cavities. A thin passivation layer SiNx (1 μm)
is deposited and structured to the electrodes by dry etching.
Afterwards, Au (4 μm) is electroplated as conductive wires,
bond frames and contact pads using Ti/Au as plating base. After
the magnetron sputter deposition and patterning in sequence
of Ta/FeCoSiB (3 μm)/Ta/Cr (60 nm), microelectromechanical
system ME resonators are finally released by anisotropic tetram-
ethylammonium hydroxide etching of the Si substrate from the
front side.
The cap wafer cavities are etched by the potassium hydroxide
using a SiNx layer as a hard mask. Followed by the removal of
the hard mask, a SiO2 layer (650 nm) is grown on the cap wafer.
In the next step, the bond frames with 4 μm Au and 3 μm Sn are
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Fig. 8. (a) Frequency dependence of sensitivity; (b) measured sensitivity on
the applied DC bias fields; and (c) AC sensitivity and linearity of the ME sensor.
electroplated using Ti/Au plating base. Ti getter material (400
nm) is deposited into the cap wafer cavities. After alignment,
the device wafer and the cap wafer are brought into contact and
bonded using Au/Sn transient liquid phase bonding process [69].
At the end, the vacuum encapsulated ME sensors are obtained
after a dicing process. A photograph of a single nonencapsulated
sensor is given in Fig. 6(b).
TABLE I
THE USED PARAMETERS FOR CALCULATION [73], [74]
To provide a stable DC bias field for ME sensors during the
muscle movement, rather than the proposed 3D printed scheme
of the cube magnet holder, our latest work is using integrated
powder-based permanent magnets inside of the sensor chip to
minimize the volume of the ME system [70].
⇀
B (z) =
2μ0NIa
2
π
×
⎡
⎣(a2 + (z + h
2
)2)−1(
2a2 +
(
z +
h
2
)2)−0.5
+
(
a2 +
(
z − h
2
)2)−1(
2a2 +
(
z − h
2
)2)−0.5⎤⎦
(9)
C. Interface Circuitry
The miniaturized MMG system includes the ME sensor and
the digital and analog electronic parts. A real-time readout
system for newly developed ME sensors has been proposed and
implemented. Fig. 7 shows functional blocks of system archi-
tecture, which comprises sensors, analog front-end (AFE), and
digital back-end signal processing units. First of all, the equiva-
lent circuit of the ME sensor and amplifier with the major internal
noise source is shown. Due to its plate capacitor like structure,
the capacitance CME dominates the circuit. The resistor RME
contains resistive and polarization losses of the piezoelectric
phase. Due to the low resistivity of the magnetostrictive and the
metallization layer, those losses are not taken into account in the
equivalent circuit. Here, two appropriate low noise preamplifiers
with the low possible noise contribution meet the requirements
of the high impedance of the ME sensor, which are charge and
voltage amplifiers. However, previous work has shown that the
former has a lower noise contribution than that of the latter [71].
Therefore, a charge amplifier setup using an Analog Devices
AD745 is chosen to measure the sensor’s linear response. The
output voltage, Vout, of the charge amplifier depends on the
charge QME at its inverting input and the feedback capacitor
Cf . Therefore, the ME voltage can be expressed as:
Vout =
QME
Cf
, VME = Vout
Cf
CME
(10)
where Cf and CME should be chosen properly at the non-
inverting amplifier input in order to resolve small sensor capaci-
tance and additional noise from the charge amplifier. In addition,
the feedback resistor,Rf , utilizing to bias the inverting input, can
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TABLE II
COMPARISON OF STAT-OF-THE-ART MAGNETIC SENSORS FOR BIOMAGNETIC MEASUREMENTS
reduce the drift at the amplifier output. The low cut-off frequency
and the gain of the charge amplifier, Gc, can be expressed as
fco =
1
2 · π ·Rf · Cf , Gc =
Vo
VME−oc
=
|Zf |
|ZME | (11)
where Cf = 50 pF and Rf = 100 MΩ are adopted at the output
of the charge amplifier [71] where Zf = (Rf / (1 + j · w · Cf ·
Rf ) and ZME = (RME / (1 + j·w·CME·RME). The RME contains
resistive and polarization losses of the PE phase.
Due to a plate-capacitor-shaped structure, there is mainly one
intrinsic noise source in the ME sensor, namely, the resistance
of the PE phase, which leads to the thermal noise voltage
EME. Apart from that, there is also a thermal noise voltage Ef
generated by Rf . Additionally, there exists noise contributions
caused by the operational amplifier, which is represented by the
noise voltage source En and the current noise source In = In+
= In−. The detail noise performance of resonant ME sensors is
presented in [71].
In addition, the stable power supplies are provided by voltage
regulators. Therefore, the proposed AFE includes a charge am-
plifier, bandpass filters, a programmable gain amplifier, an ana-
log multiplexer, micro control unit, which includes an analog-to-
digital converter. A power management unit with low-dropout
regulators provides all required power supply voltages from a
single 12V battery. Finally, the signals are transmitted to a laptop
and then extracted, classified and displayed in a graphical user
interface based on LabVIEW.
D. Measurement Results
Resonance Frequency: Fig. 8(a) illustrates the frequency de-
pendence of the ME sensitivity. It is measured with a stable bias
DC magnetic field of μ0Hbias = 1.6 mT and a low harmonic
field of μ0Hac = 1 μT. Here is a little bit different. To more
accurately demonstrate the sensitivity, SV and αME to compare
them with other works, the thickness of the piezoelectric layer
dAlN is added in the calculation, which can be expressed as
SV = dAlN · αME = dAlN · VME
HAC
[
V
T
]
(12)
A static sensitivity of 18 V/T is obtained using the quality
factor, Q = 2217, of the resonance curve when the ambient air
pressure is zero. In addition, the ME response at a mechanical
resonance state is observed. The maximum sensitivity is 378
V/T, obtained at the resonance frequency of 7.76 kHz. This is
very consistent with the calculated value of 7.8 kHz in theory,
which is the first resonance frequency by using the following
equation [72]
fr =
1
2π
λ21
L2
√∑
EnIn∑
mn
(13)
where λ1 is a constant 1.875 for a single side rigidly clamped
rectangular cantilever beam; L is the length of the cantilever
beam, En is Young’s modulus, In is the moment of inertia
and mn is the mass per unit length of the individual layers of
the material stack. Table I summarizes used parameters for the
calculation [73], [74].
ME sensitivity: Fig. 8(b) shows the measured ME voltage
in the response of external DC magnetic fields, compared with
the simulation result and state-of-the-art fabrication outcome,
Ni/PMT based ME sensors [75]. At a resonance state, the
sensitivity of up to 378 V/T is observed by applying an optimum
DC bias field of μ0Hbias = 1.6 mT, which is basically matched
with the simulation results. The used poly-Si instead of SiO2
as substrate increased the Q. Moreover, an optimization of the
thickness ratio between the MS and PE layers could lead to a
higher αME [16]. A vacuum environment at a wafer level for
ME cantilever encapsulation in this work also enhanced the Q,
which further enlarged the sensor sensitivity [76].
AC sensitivity and linearity: The sensitivity and linear re-
sponse for AC signals is shown in Fig. 8(c). Except for rel-
atively high fields of greater 1 μT, the sensor shows a linear
response down to 175 pT. Below the data points, the measured
ME voltages no longer depends on the applied magnetic field
strength and are like scatters due to almost zero signal-to-noise
ratio. It is well in the range of MMG signals from our finite-
element modelling and experiments before [77]. To measure
real MMG signals over a wide frequency band of 10 to 100
Hz without decreasing the noise level from the resonance state,
the frequency conversion approach can be utilized. To remove
additional noise introduced though this frequency conversion,
on-chip magnetically shielding can be implemented in addition
to bandpass filtering. Finally, Table II summarizes state-of-the-
art sensors that have been utilized in MMG measurements with
the detection limit at a 1 Hz magnetic signal and addresses their
limitations [78]–[80].
V. CONCLUSION AND FUTURE WORK
In this paper, we demonstrated that pico-Tesla range signals
can be measured with thin-film ME sensors at room tempera-
ture. A finite-size trilayer FeCoSiB/AlN/Si based ME laminate
structure was designed, modelled and optimized in COMSOL
FEM simulations and an active geomagnetic field cancellation
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system was developed to test our fabricated ME sensor with its
readout circuitry. With a 2 mT DC bias field, the sensitivity of
382V/T at a mechanical resonance frequency of 7.8 kHz was
achieved. These outcomes are matched well with experimen-
tal results found in the literature and also our fabricated ME
sensors. In the experiment, with an optimum bias field of 1.6
mT, measurements show that the sensor reaches a sensitivity of
378 V/T and low limit of detections of down to 175 pT/Hz at
a resonance frequency of 7.76 kHz. Compared to bulk com-
posite ME sensors, the proposed thin-film based sensor has
smaller size without sacrificing its sensitivity and thus offers
better performance in the spatial resolution. Benefiting from
complementary information of the magnetic field compared to
electrical potential data, the miniaturized and economical ME
sensor makes it an efficient and robust alternative to medical
diagnosis and rehabilitation. Therefore, it is expected that this
targeted, repeatable and safe sensor system could be suitable
for future biomagnetic measurement in MMG systems. Future
implementations without arm-sized shields will enable real-time
geomagnetic field cancelling and furthering research is towards
better understanding and diagnoses of movement disorders and
motor neuron diseases.
APPENDIX
MATERIAL PROPERTY
Substrate: Polycrystalline Silicon (Poly-Si)
cEHSi =
⎛
⎜⎜⎜⎜⎜⎜⎝
216 84 84 0 0 0
84 216 84 0 0 0
84 84 216 0 0 0
0 0 0 66 0 0
0 0 0 0 66 0
0 0 0 0 0 66
⎞
⎟⎟⎟⎟⎟⎟⎠
Gpa ρSi = 2330 kg/m3
eSi =
⎛
⎝0 0 0 0 0 00 0 0 0 0 0
0 0 0 0 0 0
⎞
⎠ N/Vm
Si =
⎛
⎝107 0 00 107 0
0 0 107
⎞
⎠ pF/m
em,Si =
⎛
⎝0 0 0 0 0 00 0 0 0 0 0
0 0 0 0 0 0
⎞
⎠ N/Am
μSi =
⎛
⎝0.4π 0 00 0.4π 0
0 0 0.4π
⎞
⎠ μH/m
Piezoelectric Material: Aluminium Nitride (AlN)
cEHAlN =
⎛
⎜⎜⎜⎜⎜⎜⎝
410 149 99 0 0 0
149 410 99 0 0 0
99 99 389 0 0 0
0 0 0 125 0 0
0 0 0 0 125 0
0 0 0 0 0 125
⎞
⎟⎟⎟⎟⎟⎟⎠
Gpa
ρPZT = 3268 kg/m
3 tanδPZT = 0.001
eAlN =
⎛
⎝ 0 0 0 0 −0.48 00 0 0 −0.48 0 0
−0.58 −0.58 1.55 0 0 0
⎞
⎠ N/Vm
AlN =
⎛
⎝ 80 0 00 80 0
0 0 80
⎞
⎠ pF/m
em,AlN =
⎛
⎝ 0 0 0 0 0 00 0 0 0 0 0
0 0 0 0 0 0
⎞
⎠ N/Am
μAlN =
⎛
⎝ 0.4π 0 00 0.4π 0
0 0 0.4π
⎞
⎠ μH/m
Magnetostrictive Material: Metglas (FeCoSiB)
cEHMG =
⎛
⎜⎜⎜⎜⎜⎜⎝
150 45 45 0 0 0
45 150 45 0 0 0
45 45 45 0 0 0
0 0 0 40 0 0
0 0 0 0 40 0
0 0 0 0 0 40
⎞
⎟⎟⎟⎟⎟⎟⎠
Gpa
ρMG = 7250 kg/m
3
eMG =
⎛
⎝ 0 0 0 0 0 00 0 0 0 0 0
0 0 0 0 0 0
⎞
⎠ N/Vm
MG =
⎛
⎝ 8854 0 00 8854 0
0 0 8854
⎞
⎠ pF/m
em,MG =
⎛
⎝ 8500 −2833.3 −2833.3 0 0 00 0 0 0 0 0
0 0 0 0 0 0
⎞
⎠ N/Am
μMG =
⎛
⎝ 1131 0 00 1131 0
0 0 1131
⎞
⎠ μH/m
Environment: Air
Air =
⎛
⎝ 8854 0 00 8854 0
0 0 8854
⎞
⎠ pF/m
μAir =
⎛
⎝ 0.4π 0 00 0.4π 0
0 0 0.4π
⎞
⎠ μH/m
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